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SUMMARY 


A laboratory system for rapid reduction of large amounts of continuously re- 
corded ECG information has been developed. The system consists of a 60 -times -real- 
time playback device which generates one pulse for each cardiac cycle, appropriate 
signal conditioning and logic circuitry, and a counting and printing system. Practical 
means for culling out noisy information, at 60 times real time, are provided. 

In addition, modifications to the commercially available parts of the system have 
been made that significantly increase the reliability of diagnosis of ectopic events by 
the average investigator. 


INTRODUCTION 


The Avionics Research Products Corporation manufactures a device based on a 
development by Holter (ref. 1) which permits the screening of ECG information at 
60 times real time. Rhythm changes can be noted, and instantaneous rate (beat by 
beat) is depicted on a cathode -ray screen. Although this equipment represents a sig- 
nificant and useful advance over what was previously available, it suffers from some 
deficiencies which made it marginally compatible for certain ongoing programs at the 
NASA Flight Research Center, Edwards, Calif, (ref. 2). Specifically, it was desired 
to document arrhythmias and ectopic beats completely and reliably in ECG information 
collected on magnetic tape (fig. 1) at the rate of up to 16 hours per day. Further, a 
printed or punched record of heart rate, preferably on a minute -to -minute basis, had 
to be available. 

The main problem in reliably identifying rhythm changes or ectopic beats is that 
even the most skilled investigator cannot reliably, and with certainty, diagnose the 



Figure I.— The Avionics recorder. 
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nature of each ectopic beat at 60 times real time. Although the cathode-ray screen 
might give a clear indication that an ectopic beat has occurred, the precise diagnosis 
must be made at less than 60 times real time. For that purpose, the Avionics Re- 
search Products Corporation has provided the electrocardiocharter, a device which 
plays back the magnetic tape at real time and allows a record of the electrocardiogram 
to be obtained. However, the process of switching the tape from an electroeardio- 
scanner {60 times real time) to the electrocardiocharter (real time) is time consuming 
and requires manual dexterity. This problem and others made the complete diagnosis 
of rhythm changes in a continuous tape spanning several hours of recording, in the 
presence of noise, prohibitively time consuming for Flight Research Center purposes. 

Although instantaneous rate information (beat by beat) is indicated on a cathode- 
ray screen in the electrocardioscanner, this is not useful for statistical analysis. The 
Flight Research Center needed a method that allowed printout of minute heart rate at 
60 times real time or printout of the number of cardiac cycles in any desired period 
of time . 

This paper describes the basic equipment (commonly known as the Audio Visual 
Superimposed Electrocardiogram Presentation (AVSEP)) as available commercially, 
the modifications and additions to the equipment made under contract and at the Flight 
Research Center, and the operating experience with the revised equipment at the 
Flight Research Center. 
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THE BASIC EQUIPMENT 
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Principle of Operation of the AVSEP System 

The basic mode of the AVSEP system, as conceived by Holter (ref. 1), involves 
recording, on separate heads, two simultaneous tracks of identical ECG signal on 
magnetic tape, with the separate heads staggered to provide spatial separation of the 
signal along the long axis of the tape. On playback, one track is used as the signal 
track and, when played back at 60 times real time, modulates the vertical position of 
the electron beam on a cathode -ray screen. The other track is used as a trigger 
track in such a manner that each QRS complex starts a horizontal sweep of the electron 
beam. Since the trigger track is played back earlier in time than the signal track, 
because the heads are staggered, each QRS complex is precisely superimposed on the 
previous QRS complex on the cathode-ray screen at 60 times real time. This process 
results in a single, unchanging, stationary ECG waveform on the cathode-ray sereen 
(fig, 2). When the waveform changes gradually, in real time, the change is smooth 
and gradual on the screen, much as it would be in a moving picture. Single ectopic 
beats appear as brief flashes on the cathode -ray screen of a different outline from the 
normal complex, although, because of the persistence of the cathode -ray screen, both 
complexes are actually seen simultaneously. 


Figtite ECG wavefotm displayed on the eleettocaidioscannei. 
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The Recorder 

In addition to the AVSEP principle, a significant and useful advance in the state of 
the art of the Holter system is the Avionics recorder (fig. 1). This device features 
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recording times up to 10 hours, is portable (approximately 4 pounds), relatively in- 
expensive, and, with reasonable preventive maintenance, eminently reliable. It rep- 
resents an essential part of the system, for no alternative for this device in terms of 
size, reliability, and price was available during 1966. 

An electrocardiogram is recorded, using the electrocardiocorder in combination 
with any desired electrode system. Experience at the Flight Research Center has 
established that dry -spray electrodes (ref. 3) are significantly superior to many other 
types in recording continuously with the electrocardiocorder in studies that generally 
involved ground-based personnel. This superiority is partly because the spray elec- 
trodes permit the use of a sternal lead without the need for shaving. When it is 
desired to avoid shaving, in conjunction with conventional electrode techniques, such 
electrodes cannot generally be applied to the sternum. The sternal lead is by far the 
best compromise for the dynamic environment when it is desired to minimize the 
percentage of noise-degraded information. In situations in which the sternal lead is 
inadequate, such as when it is desired to attribute diagnostic meaning to S-T segment 
changes, it was found that the dry -spray electrodes tend to give acceptable recordings 
for much longer periods than do electrodes which have been applied with tape. 



The Electrocardioscanner 

Once the ECG record has been obtained, it is viewed at 60 times real time by using 
the electrocardioscanner (fig. 3). Threading the tape on the scanner is more involved 
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and time consuming than the corresponding operation with the average commercial 
voice recorder. Incorrect threading can ruin large segments of recording. When 
screening for gradual waveform changes which persist, in real time, for periods of 
30 seconds or more, use of the scanner is entirely satisfactory, without modification, 
in the hands of a practiced observer. Waveform changes that occupy a period of 
30 seconds or more in real time persist on the screen sufficiently long (more than 
1/2 second) at 60 times real time to be reliably differentiated from noise. On the 
other hand, the total cycle length of a single ectopic beat at 60 times real time is 
generally less than 1/100 of a second, hi a very clean tracing, partly because of the 
persistence of the cathode -ray screen, a single ectopic beat can be differentiated from 
a short burst of noise or rapid baseline shift. However, the ectopic beat must be seen 
at some speed considerably below 60 times real time in order to be precisely classified 
with certainty. When the recording is associated with a significant amount of noise, 
not only is the precise diagnosis of an ectopic event usually not possible at 60 times 
real time, but many ectopic events cannot be differentiated from noise with a satis- 
factory degree of certainty. 


The Electrocardiocharter 

in a noisy tracing, the requirement arises frequently to look at portions of the re- 
cording at a speed slower than 60 times real time. In order to view segments of the 
tracing in real time, the electrocardiocharter is used (fig. 4). This procedure in- 
volves, first, the identification of the tape segment of interest. Precise means of 
doing this are not available, since a certain amount of backlash is unavoidably asso- 
ciated with the operation of the tape -driven mechanical clock used in this device. 
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Figure 4.— The etec f rocaid iotharter. 
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Once the approximate location of the segment of interest has been determined, tne 
tape is removed from the scanner and threaded onto the electrocardiocharter. The 
comments made previously about threading the eleetrocardioscanner also apply to 
threading the charter. Tape speed of the charter is 1/8 inch per second. A 7 1/2 -inch 
error in lining up the tape in the charter will therefore be reflected in a 1 -minute 
mis aline me nt in terms of time. Because of all the factors involved, checking a single 
suspected ectopic event by moving the tape from the scanner to the charter, examining 
the portion of interest at real time, and returning the tape to the scanner takes the 
average operator several minutes. Yet, to study the incidence of certain ectopic 
events in a certain population, each suspected ectopic event must be individually 
checked. On tracings recorded on active subjects, and therefore having a certain 
amount of noise, this process can be quite time consuming. 


THE NASA FLIGHT RESEARCH CENTER SYSTEM 


Overall Features of the System 

In order to closely adapt the Avionics system to the requirements of work in 
progress at the Flight Research Center, the following two steps were taken: 

1. A contract was negotiated with Avionics Research Products Corporation for the 
design and development, to NASA specifications, of a new system that would permit the 
switch from 60 times real time to real time without changing the tape from one device 
to another. 

2. The design and development was undertaken, at the Flight Research Center, of 
a system that would permit a digital count of minute heart rates (printed or punched) 

to be obtained at 60 times real time from Avionics tapes being played back on this new 
composite system. 

The following characteristics are embodied in the new composite scanner as a re- 
sult of requirements generated at the Flight Research Center: 

1. Both 60 times real time and real-time playback heads, electronics, and drives 
are combined in one device. The tape passes the heads consecutively, although only 
one head is used at any one time. The change from 60 times real time to real time is 
accomplished by actuating two switches and does not involve re threading the tape. 

2. A variable low-pass filter was incorporated in the combined device to shape the 
trigger. This allows greater discrimination against noise to be obtained on problem 
tapes. 


3. A variable band-pass filter is provided to condition the signal when played back 
at 60 times real time. This can be used to essentially eliminate 60 -cycle noise, a 
large portion of any myogram, and considerable baseline shift on problem tapes. 

4. Provisions are made to lock out the continuously variable vertical -gain feature 
and to use, instead, fixed settings of 1/2 millivolt per centimeter, 1 millivolt per 
centimeter, and 2 millivolts per centimeter. 
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It had been planned to prerecord time code on the edge of the magnetic tape in the 
new system in order to provide for improved time resolution in playback and to facilitate 
the identification of segments of interest. Incorporation of this feature proved to be 
too expensive to be considered. 

It had also been planned to incorporate an intermediate scanning and playback speed 
either at 15 times real time or at 30 times real time. This feature, also, was too 
expensive to be justified. 

In developing a system that would provide a permanent record of minute-by-minute 
heart rates, obtained at 60 times real time, the first step was to plot the arrhythmia- 
graph output versus time on an optical recorder at 60 times real time. In this fashion, 
an output of parallel vertical lines was obtained, the height of each vertical line being 
proportional to the period between consecutive heart beats (fig. 5). If the speed of the 
paper in the optical recorder was made sufficiently slow, it was easy to trace the 
envelope connecting the top of each of the vertical lines. This envelope was an ap- 
proximation to an (inverse) instantaneous heart rate versus time curve; however, its 
usefulness was marginal as an indication of minute heart rate. The determination of 
mean or average levels of this curve for long periods, such as one minute, was 
fraught with difficulties and the resulting level, as estimated, was usually significantly 



Figure 5.- Arrhytlimiagrapli displayed on tfte dectrocardio scanner. 
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different from the actual count of cardiac cycles for the period under consideration. 

For Flight Research Center purposes, it was found to be more accurate and simpler 
to actually count the number of cardiac cycles for consecutive minute periods, or 
for any other time segment. 

In the Flight Research Center system, cardiac cycles were counted essentially by 
feeding the trigger output of the scanner through appropriate delay and pulse shaping 
circuitry and logic into a digital counter. The counter was gated, as required, and 
the output of the counter was used as the input to a digital printer, although it could 
also be used as the input to a paper tape punch. Because the scanner operates at 
60 times real time, the printer will print, once a second, the number of heart beats 
for a real-time period of 1 minute. Thus, consecutive numbers written by the 
printer once a second represent consecutive minute heart rates. 

hi a system of this type, a low signal -to -noise ratio will cause a printer to read 
out events other than cardiac cycles, i. e. , noise. Consequently, at the Flight 
Research Center, the scanner screen is observed by an operator who short-circuits 
the input to the counter whenever a significant amount of noise is noted on the cathode - 
ray screen and causes a special identification mark to precede each doubtful minute . 
heart rate on the printer output. Since it takes a finite amount of time for the operator 
to depress the appropriate switch whenever he observes a noisy signal, a tape loop 
was interposed between the trigger output and the filter in order to give the operator 
a fraction of a second of additional time before he needs to actuate the switch. This 
refinement is expensive and might not be considered necessary in many circumstances. 

Two basic modes of determining heart rate are available with the Flight Research 
Center system, the one -minute counting mode and the full -tape counting mode. 

In the one -minute counting mode the pulses in the trigger output are counted for 
subsequent 1 -second periods. Each sum is then printed out every second. Since the 
system operates at 60 times real time, every number printed represents a count of 
cardiac cycles for a 1 -minute period, real time. When the counter recycles, a few 
pulses between adjacent samples are not counted. A comparison of averages, however, 
between this mode and the full -tape counting mode reveals a difference of less than 
1.4 percent over a full 10-hour period. 

In the Rill -tape counting mode the counter is not gated and continues to accumulate 
pulses until stopped by the operator. This mode is used when it is desired to obtain 
an average heart rate over a period other than 1 minute, for example, 10 hours. A 
timer free -runs as long as the counter is counting. Thus, the average heart rate for 
any period of time is obtained by dividing the reading shown on the counter (number 
of cardiac cycles) by the number of minutes shown on the timer. When the signal -to - 
noise ratio is low and the operator actuates the appropriate switch, the counter 
momentarily ceases to accumulate and, during that same period, the timer is 
momentarily stopped. 

The combined cardioscanner developed under this program is shown in figure 6(a). 
Top and front panel views are presented in figures 6(b) and 6(c) in order to show the 
scanner and charter operating controls separately. 
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(c) Front panel. Note fixed vertical-gain settings and variable band-pass filter for the signal. 

Figure 6.- Concluded. 


Circuitry 

The circuitry required for the modifications discussed is detailed in the following 
paragraphs. This circuitry should pose no construction problems for the average 
university or hospital electronics section. 

High-speed digital syste m for counting and printing heart rate.— The electro - 
carcBoscanner printout system was designed to provide 1 -minute heart -rate counts on 
a digital recorder, or the total number of cardiac cycles in any desired time period, 
at 60 times real time. As shown in the block diagrams of figure 7, trigger pulses 
from the scanner are delayed through a closed-loop recorder, which enables the oper- 
ator to mark the paper tapes or disable the counter on a noisy section of tape. The 
output pulses are then conditioned through a low -pass filter where they are shaped 
and amplified, thus providing more positive triggering of the digital counter. When 


One-minute counting and recording 



FulHape counting 



Figure ?.- Hig£-speed digital system for totaling recorded dectrocardiograms. 
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operated in the 1- minute counting mode, the logic level adapter is used to establish 
compatibility between the digital counter and the digital printer. On full -tape averaging, 
the total pulses are counted while time {seconds) is simultaneously counted by means of 
a timer. Both counts are interrupted by the operator when noise on the magnetic tape 
is detected. 

Low-pass filter . — The low -pass filter (fig. 8) used to amplify and shape the 
electrocardioscanner output pulses has a bandpass of 300 hertz and a voltage gain of 
23. 5 decibels. 
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Figure 8.- Low -pass filter* 300 hertz. 


Po wer supply . — The schematic diagram of figure 9 shows the inexpensive power 
supply used to energize the logic level adapter and various relays while providing 
isolation between the two systems. 



Figure 9.- Power supply. 


11 



System contr ol circuitry, — The diagram of figure 10 shows the control circuitry 
for the electrocardio scanner counting system. When used in the 1 -minute counting 
mode, activation of hand switch SW2 by the operator energizes relay K2 ; which closes 
the "noise reference marker" contacts. This results in placing a digit on the digital 
recorder tape in an unused channel. In the full -tape counting mode, activation of SW2 
interrupts the trigger signal path at relay K1 contacts, and relay K2 contacts stop the 
timer. 



Figure 10.— System control circuitry. 


Logic level a dapter,— As shown in figure 11, the electrical output of the digital 
counter consists of four-line 1-2 -4 -8 binary -coded decimal information, which is 
compatible with the digital printer except for logic levels. This is remedied in the 
logic level adapter by shifting ground references between the two units and introducing 
a dc bias into the printer logic inputs. Large resistive dividers are used to provide 
minimal loading of the counter output and to couple the bias into the printer, A signal 
from the gate control binary stage in the digital counter is transferred into the printer 
through a transistor switch. This transfer occurs each time the counter gate closes 
and initiates printer operation with subsequent writeout, A front panel switch im- 
mobilizes printer operation. A digit printed on the paper tape is used as the noise 
reference marker and is initiated by applying a positive potential to one input stage 
through relay K2 contacts. 
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Epot meter output 
Cannon OP X -40*33 P 


Digital recorder input 
Amphenol 57-30500 



OPERATING EXPERIENCE 


Over 1000 hours of continuous ECG information, most of which was obtained over 
a 3-month period, have been reduced for arrhythmias, ectopic events, minute rates, 
and overall rates, using the system described in this paper. In addition, the rate- 
counting feature of the system made possible a sophisticated statistical analysis of the 
factors that determine heart rate in a population of healthy adults during work and 
during sleep. This statistical study would not have been possible without the use of 
the system described herein. 


Flight Research Center, 

National Aeronautics and Space Administration, 
Edwards, Calif. , May 31, 1968, 
127-49-06-02-24. 


13 








REFERENCES 


1. Hotter, Norman J. : New Method for Heart Studies. Science, vol. 134, Oct. 1961, 

pp. 1214-1220. 

2. Roman, James: Long-Range Program to Develop Medical Monitoring in Flight. 

The Flight Research Program-!. Aerospace Medicine, vol. 36, no. 6, June 
1965, pp. 514-518. 

3. Roman, James: Flight Research Program -III. High Impedance Electrode 

Techniques. Aerospace Medicine, vol. 37, no. 8, Aug. 1966, pp. 790-795. 


14 


NASA- Langley, 19«S 5 il”515 


National Aeronautics and Srace Administration 
Washington, D, G 20546 

official business FIRST CLASS MAIL 


TTTOSTAGE AND FEES PAID 
"NATIONAL AERONAUTICS AND 
SPACE ADMINISTRATION 


r 1 1 * ■ ' J i J J 


■i j M L 


\ _ 1 ! Vr j s ! i j n 


<\t,; i I \ :j CM P f r Cm 


POSTMASTER: 


II Undeliverable (Section 15S 
Postal Manual) Do Not Return 


ft The aeronautical and space activities of the United States shall he 
conducted so as to contribute to the expansion of human knowl- 
edge of phenomena in the atmosphere and space. The Administration 
shall provide for the widest practicable and appropriate dissemination 
of infor?7iation concerning its activities and the results thereof: n 

— National Aeronautics and Space Act of 1958 


NASA SCIENTIFIC AND TECHNICAL PUBLICATIONS 


TECHNICAL REPORTS: Scientific and 
technical information considered important, 
complete, and a lasting contribution to existing 
knowledge* 

TECHNICAL NOTES; Information less broad 
in scope but nevertheless of importance as a 
contribution to existing knowledge, 

TECHNICAL MEMORANDUMS: 
Information receiving limited distribution 
because of preliminary data, security classifica- 
tion, or other reasons* 

CONTRACTOR REPORTS: Scientific and 
technical information generated under a NASA 
contract or grant and considered an important 
contribution to existing knowledge* 


TECHNICAL TRANSLATIONS: Information 
published in a foreign language considered 
to merit NASA distribution in English* 

SPECIAL PUBLICATIONS; Information 
derived from or of value to NASA activities. 
Publications include conference proceedings, 
monographs, data compilations, handbooks, 
sourcebooks, and special bibliographies* 

TECHNOLOGY UTILIZATION 
PUBLICATIONS: Information on technology 
used by NASA that may be of particular 
interest in commercial and other non-aerospace 
applications. Publications include Tech Briefs, 
Technology Utilization Reports and Notes, 
and Technology Surveys, 


Details on the availability of these publications may be obtained from ; 

SCIENTIFIC AND TECHNICAL INFORMATION DIVISION 

NATIONAL AERONAUTICS AND SPACE ADMINISTRATION 

Washington, D.C. 20546 



